We report a new method, microfluidic flow-flash, for measuring protein reaction kinetics. The method couples a microscope imaging detection system with a microfluidic flow cell to reduce data acquisition times and sample consumption. This combination allows for the simultaneous collection of spectral and temporal information. The microfluidic flow cell design utilizes three-dimensional sheath flow to reduce sample dispersion and minimize sample consumption. The ability to alter the flow rates in the microfluidic flow cells allows a variety of time scales to be studied with submillisecond time resolution. The imaging detection system can be coupled with several spectroscopic probes including fluorescence and UV/visible absorbance spectroscopy. Here, we utilize the microfluidic flow-flash method to probe the kinetics of CO recombination or O₂ binding to myoglobin after the laser-induced photolysis of CO from myoglobin by UV/visible absorbance spectral imaging.

Protein dynamics provide the link between the structure and function of a protein. Despite their importance, the functional dynamics of many proteins are poorly characterized due to their complexity and experimental limitations. Protein dynamics span multiple length and time scales; thus, multiple structural probes are often required to fully characterize them. The rapid mixing techniques commonly used to study these dynamics have serious limitations such as large sample requirements and insufficient time resolution. The study of irreversible reactions of proteins and enzymes is particularly hampered by large sample requirements. Thus, methods for studying protein dynamics should include the ability to rapidly initiate and probe protein dynamics over multiple time scales, with sufficient temporal resolution and structural specificity, while minimizing sample consumption. A variety of spectroscopic methods that exhibit only some of the above characteristics have been employed to study a wide range of protein dynamics such as protein folding1−4 and enzyme reactions5−9. Here, we report a new approach to the study of protein dynamics, microfluidic flow-flash, that minimizes sample requirements, covers a broad range of reaction times, and can be coupled with multiple spectroscopic probes.

Microfluidics have been coupled with a variety of spectroscopic techniques to study protein dynamics. These experiments have demonstrated reduced sample consumption10 and the ability to observe submillisecond events.11−13 Several spectroscopic probes have been used to perform kinetic studies with microfluidic devices including fluorescence,10,14−17 FT-IR,18−21 and NMR.22 Microfluidic devices can be used to probe the time evolution of a reaction along the flow direction.10,23 UV/visible absorbance

(6) Van Eps, N.; Saundi, I.; Einarsdottir, O. Biochemistry 2003, 42, 5065−5073.
(7) Sucheta, A.; Georgiadis, K. E.; Einarsdottir, O. Biochemistry 1997, 36, 554−565.
(8) Sucheta, A.; Saundi, I.; Einarsdottir, O. Biochemistry 1998, 37, 17905−17914.
dispersion has already been used in microfluidics to achieve rapid dispersion by hydrodynamically focusing the analyte to the center of the channel. Alternatively, multilayer laminar flow can be used to overcome sample dispersion within reacting liquid volumes in microfluidic devices. Segmented flow has been employed previously to eliminate absorbance spectroscopy. Flow-flash experiments typically require a large sample quantity.

Here, we demonstrate the use of a microfluidic flow cell coupled with a microscope imaging system and a CCD array detector to obtain simultaneously full spectral and temporal information (with submillisecond time resolution) for reversible and irreversible reactions while significantly reducing sample requirements. We report microfluidic flow-flash experiments that monitor the recombination of CO or binding of oxygen to myoglobin following laser-induced CO photoysis using UV/visible absorbance spectral imaging. The microfluidic flow cell uses a 3D sheath flow around the sample stream to minimize sample dispersion and sample consumption. The hydrodynamic focusing of the sample stream allows CO or oxygen in the sheath flow buffer to diffuse into the sample stream prior to laser photolysis. The minimal diffusional path lengths resulting from the hydrodynamic focusing minimizes protein autoxidation by limiting the time the protein is exposed to oxygen prior to initiation of the reaction by laser-induced CO photoysis. This method utilizes multichannel UV/visible absorbance detection, covers multiple time scales, minimizes sample consumption, and utilizes rapid laser initiation of the reaction.

**MATERIALS AND METHODS**

**Sample Preparation.** Horse heart myoglobin (500–750 μM; Sigma, St. Louis, MO) in 100 mM sodium phosphate buffer (pH 7) was reduced with either sodium dithionite or sodium ascorbate and then exposed to CO gas to form carbonmonoxymyoglobin (MbCO). The buffer for the CO recombination experiments was deoxygenated using excess sodium dithionite and saturated with CO by bubbling the solution with the gas. The buffer for the oxygen binding experiments was saturated with oxygen by bubbling the buffer with oxygen gas. The europium-doped microspheres (40-nm diameter, Molecular Probes (Invitrogen, Carlsbad, CA)) were diluted in 100 mM sodium phosphate buffer (pH 7) to yield a concentration of 0.05–0.1% (w/v) microspheres.

**Microfluidic Flow Cell.** The microfluidic flow cell was fabricated in poly(dimethylsiloxane) (PDMS) using standard soft lithography methods. The bottom layer of PDMS was 1 mm thick.
Compared to conventional fluorescence lifetime measurements of the laser excitation volume. These fluorescent images were used to record a spectral image of the fluorescent decay of the excited by a CW Coherent Cube laser (405 nm, 10–900 mW, 10-Hz repetition rate, 10-ns pulse width; Quantaray DCR-5, Spectra-Physics, Mountain View, CA) in a 1-cm-path length cuvette. The fluorescence decay was monitored by a PMT detector attached to a Spex 1681 monochromator to allow only ~610-nm radiation to impinge on the detector. The signal was digitized at 20 MHz.

**Microfluidic Flow-Flash Experiments.** The sample core flow was MbCO surrounded by a sheath flow buffer saturated with either CO or O₂. A 514.5-nm laser line focus of a CW argon ion laser (1–40 mW; Spectra-Physics, Mountain View, CA) normal to the flow axis of the microfluidic flow cell was used to photolyze CO from Mb. Depending on the dissolved gas in the buffer sheath flow, either CO recombination or O₂ binding followed photolysis. Before photolysis, the dissolved gases in the buffer sheath flows were allowed to diffuse into the sample core flow. The resulting UV/visible absorbance spectral image included spectra before and after the laser line focus corresponding to the protein spectra before and after photolysis. The volumetric flow rate of the solutions, along with the channel dimensions, led to a maximum linear flow rate of 2–7 cm/s at the center of the channel depending on the exact flow rates used in the experiments. The linear flow rates were determined experimentally using europium-doped microspheres with a known fluorescent lifetime (see below) and confirmed by 3D finite element method simulations (Comsol, Multiphysics 3.2, Burlington, MA). The spectral images typically were the result of 8–24 coadds with integration times ranging from 0.1 to 4 s. The images were collected using custom-written LabVIEW (National Instruments, Austin, TX) software and processed using IGOR Pro (WaveMetrics, Portland, OR). Singular value decomposition (SVD) was used to remove some of the noise from the UV/visible spectral images. Each of the SVD components containing signal was used to reconstruct the spectral images. The time-resolved spectra were compared to equilibrium UV/visible difference spectra recorded on a Perkin-Elmer UV/visible spectrometer. The equilibrium difference spectra were obtained by subtracting the absorbance spectrum of MbCO from the absorbance spectra of deoxy-Mb or oxy-Mb. The absorbance spectra were normalized to the Soret band absorbance prior to subtraction.

**RESULTS AND DISCUSSION**

We have used the microfluidic flow-flash method to study the recombination of CO or the binding of oxygen to Mb after laser-induced CO photolysis from Mb. This method couples a microfluidic flow cell with a microscope imaging detection system. The method utilizes a 3D sheath flow of buffer around the sample stream in a microfluidic flow cell to minimize sample dispersion and sample consumption. The sample stream is interrogated by UV/visible absorbance or fluorescence spectroscopic probes. UV/visible absorbance spectral imaging is used with MbCO as the sample stream for the microfluidic flow-flash experiments while fluorescence imaging is used for the calibration of the flow rates using europium-doped microspheres. One spectral image using the microfluidic flow cell that contains 1340 spectral pixels and 400 time points requires only ~69 pmol of protein sample based
on a 2 MHz digitization rate of the CCD array, 0.1-s integration time, 750 μM protein concentration, and a protein flow rate of 15 μL/min. This sample consumption rate can be further minimized by digitizing a smaller region of the CCD array detector. In contrast, flow-flash experiments using a microcuvette (80-μL volume) require ~256 nmol of protein sample to obtain spectra at 400 time points with a protein concentration of 8 μM. This significant decrease in sample consumption using the microfluidic flow cell permits the study of proteins and especially mutants of these proteins that are difficult or expensive to purify in large quantities.

The time resolution of this microfluidic flow-flash method is defined by the spatial resolution and the flow rate, since each pixel row of the CCD array detector records a spectrum for a single time point. Therefore, the time resolution will improve with smaller spatial resolution elements and faster flow rates. The confocal nature of the detection system should provide optimum spatial resolution, approaching the Rayleigh limit. In principle, this method can achieve <10 μs time resolution. For instance, a 40× microscope objective and 20-μm detector pixel size yield a 0.5-μm spatial resolution element. This spatial resolution element combined with a linear flow rate of 10 cm/s produces a time resolution of 5 μs based upon a one pixel instrument response time. Higher objective magnifications and faster flow rates can be used to achieve even better time resolution with an optimal laser line focus of the pump beam. The inherent limit to the time resolution is the Rayleigh limit of the laser focus, although sample dispersion may ultimately limit the time response.

The actual time resolution achieved in the experiments reported here is about 1 order of magnitude worse (~50 μs) than the theoretical optimum. This difference is due to two known problems. The first problem is related to the collinear pump and probe beam focusing geometry that does not allow for the independent focusing of each one. Thus, it is difficult to achieve the optimal focus of both beams simultaneously. It should be possible to overcome this limitation by arranging the pump and probe beams orthogonal to one another and to the flow axis. The second problem is inherent to transmission measurements using a microscope having a high numerical aperture objective and probe light that is not fully parallel to the optic axis. Such an optical arrangement results in a sharp focal plane, with a strongly diverging probe beam above and below that plane. The optimum spatial (and temporal) resolution is achieved if the sample stream is hydrodynamically focused to a thickness (the path length of the sample along the optical path of the probe beam) that matches the depth of focus of the probe beam (~10 μm in our experiments). If the sample stream is significantly thicker than the probe beam focal plane, then the diverging probe beam will sample a wider range of the flow stream along the flow direction, thus smearing out the time response. The thickness of the sample stream is controlled in the microfluidics cell by hydrodynamically focusing the sample stream using the top and bottom sheath flows. Since the absorbance signal scales directly with the sample thickness, however, a balance must be achieved between signal level and optimum spatial (temporal) resolution. The optimum sample thickness and hence time resolution will be sample dependent, varying with concentration, optical density, and the extent of signal averaging. Finally, the effective depth of field of the transmission experiment can be increased using an iris in the probe beam before the sample, so that the light entering the microscope objective is as parallel as possible. We are currently exploring such improvements to determine the best achievable time resolution of our system.

Hydrodynamic Focusing of the Sample Stream. The parabolic nature of pressure-driven laminar flow in microfluidic channels needs be considered when using continuous flow convection to achieve temporal resolution of reaction kinetics since parabolic flow smears out the time dimension. Figure 2A shows the extent of reaction that would be observed along the flow dimension for a first-order reaction if the sample stream is hydrodynamically focused only in the horizontal plane of the microfluidic flow cell (gray curve). This curve accounts for the dispersion of flow rates due to parabolic flow in the plane normal to the flow direction of a 250-μm square channel assuming a first-order rate constant of 600 s⁻¹ and a maximum velocity of 5.7 cm/s. This plane is a vertical slice of the cell along the parabolic flow front with a vertical dimension of 650 μm and a width of 20 μm.

The dashed black curve shows the first-order least-squares fit to the simulated data (gray curve) using the average linear velocity dependent, varying with concentration, optical density, and the extent of signal averaging. Finally, the effective depth of field of the transmission experiment can be increased using an iris in the probe beam before the sample, so that the light entering the microscope objective is as parallel as possible. We are currently exploring such improvements to determine the best achievable time resolution of our system.

Analytical Chemistry, Vol. 79, No. 1, January 1, 2007 125

Figure 2. Theoretical effect of parabolic flow on first-order reaction kinetics measured in a microfluidic channel. The calculated extent of reaction (A, solid curve) in the case where parabolic flow results in a distribution of flow rates along the observation direction or (B, solid curve) in the case where parabolic flow is minimized by using 3D hydrodynamic focusing of the sample stream. (The distribution of flow rates was determined for a 20-μm-wide vertical slice at the center of the square microfluidic channel.) The constrained least-square fits (dashed curves in A and B) of the theoretical extents of reaction using a fixed flow rate of 5.7 cm/s and a fixed rate coefficient of 600 s⁻¹.
in the channel (Mathematica 3.2, Wolfram Research, Champaign, IL). Neglecting the dispersion within the sample leads to a least-squares fit rate constant for such a system that overestimates the actual rate constant by 15%. Such poor fits can lead to the assumption of incorrect rate laws or large errors in the derived rates.

Three-dimension sheath flow that hydrodynamically focuses the sample stream from the sides and the top and bottom can significantly reduce the dispersion of flow rates resulting from parabolic flow. The 3D sheath flow also reduces sample consumption by forming a sample stream with dimensions much smaller than the microfluidic flow cell dimensions. The sample stream can be hydrodynamically focused so that it just fills the optical slit of the spectrometer to reduce sample consumption further. The top and bottom flows reduce errors from parabolic flow in addition to controlling the sample path length in transmission experiments. The 3D sheath flow decreases diffusional path lengths and thus diffusion times allowing dissolved gases in the sheath flow to diffuse into the sample stream before the observation region of the microfluidic flow cell. The system is run under high Péclet number conditions, so the sample remains concentrated in the center of the channel along the length of the device. Figure 2B shows the theoretical extent of reaction along the flow dimension as for the 3D sheath flow system (gray curve) assuming a first-order rate constant of 600 s⁻¹ and an average linear velocity of the analyte of 5.7 cm/s and the least-squares fit curve (dashed black curve) using the average linear velocity in the channel. The introduction of sheath flow both above and below the sample stream reduces the error in the fitted rate constant to less than 1%.

The expected velocity and concentration profiles for the 3D sheath flow system 1 cm from the inlet as determined using 3D finite element method simulations (Comsol Multiphysics 3.2) is shown in Figure 3. These figures are based on the values of the flow rate and rate constant in Figure 2B. For these simulations, the flow rate for the side flows is a factor of 3 greater than the value of the flow rate for the top and bottom flows. Both the concentration and velocity profiles illustrate that the highest concentration and velocity is found at the center of the sample stream and decreases away from the center. Experimentally, the concentration profile aids in helping to find the center of the sample stream where the velocity is at it highest value and is most uniform.

**Calibration of Flow Rates in the Microfluidic Flow Cell.**
The calibration of the flow rate and consequently the time axis for the microfluidic flow-flash experiments is performed by using europium-doped microspheres (40 nm in diameter) with a fluorescent lifetime in the hundreds of microseconds. The fluorescent lifetimes of these europium-doped microspheres are first measured independently in a fluorescence lifetime instrument. The fluorescent lifetime decay of the europium-doped microspheres is presented in the inset of Figure 4. The decay is fit to a double-exponential function with lifetimes of 223 and 684 µs.

---

**Figure 3.** 3D finite element simulation of the velocity and concentration profiles in the microfluidic channel cross section for the conditions used in Figure 2B.

**Figure 4.** Fluorescent intensity measured at 612 nm of europium-doped microspheres in the microfluidic flow cell before and after being transiently excited by laser excitation (405 nm). Inset: single-wavelength fluorescent lifetime measurement of europium-doped microspheres.

**Figure 5.** Time-resolved UV/visible absorbance image of CO photolysis and recombination to myoglobin obtained using a microfluidic flow cell. The flow direction is up. Position A is before photolysis, position B is immediately following CO photolysis, and position C is after significant CO recombination.
The slower lifetime contains the largest fraction (0.64) of the total amplitude. The fluorescent lifetime of the europium-doped microspheres using the microfluidic flow cell is then performed using different flow rates and microscope objectives to mimic the microfluidic flow-flash experiments. The europium-doped microspheres are in the core sample flow of the cell surrounded by a 3D sheath buffer (100 mM sodium phosphate buffer (pH 7)) flow. A CW diode laser (405 nm) line focused normal to the flow axis is used to excite transiently the microspheres, while the fluorescence is recorded by the microscope imaging system as the fluorescent microspheres flow in to and out of the laser excitation volume. The resulting kinetic trace at $612 \text{ nm}$ (wavelength of highest fluorescent signal) from the fluorescence image using a $10\times$ microscope objective is shown in Figure 4. The $x$-axis for Figure 4 corresponds to each pixel row of the CCD array detector.

The fluorescent decay can be fit to a single exponential and this rate constant (pixel$^{-1}$) along with the predominant fluorescent lifetime of $684 \mu\text{s}$ is used to calibrate the linear flow rate and hence the time axis in the microfluidic flow cell. Due to the microscope objective and flow rate used to obtain the fluorescent decay shown in Figure 4, only the slower ($684 \mu\text{s}$) fluorescent lifetime of the europium-doped microspheres is observed.

**Flow-Flash Measurements of CO Recombination to Mb.**

Figure 5 shows a microfluidic flow-flash experiment monitoring the UV/visible absorbance spectra of myoglobin before and after laser-induced photolysis of CO from myoglobin. The sample stream for this experiment is MbCO surrounded by buffer that has been saturated with CO gas. The flow direction is vertical, from the bottom to the top of the image. A laser line focused (514.5 nm) normal to the flow axis is used to photolyze CO from MbCO.

**Figure 6.** Time-resolved difference UV/visible absorbance images of CO photolysis and oxygen binding to myoglobin obtained using a microfluidic flow cell in the Soret (A) and the $\alpha$ band regions (B). The UV/visible difference spectra of myoglobin corresponding to time points before photolysis (long dashed curve), immediately after photolysis (short dashed curve) and 1 ms after photolysis (solid curve) in the Soret (C) and the $\alpha$ band regions (D) taken from the above images. The kinetic traces at 408 (short dashed curve), 424 (solid curve), 439 nm (long dashed curve) (E), 532 (solid curve), 566 (short dashed curve), and 585 nm (long dashed curve) (F) taken from the above images. Insets: equilibrium difference UV/visible spectra obtained by the subtraction of the MbCO absorbance spectrum from either the deoxy-Mb (dashed curve) or oxy-Mb (solid curve) absorbance spectra.
myoglobin with the flow axis oriented parallel to the long axis of the spectrometer slit. Initially, the absorbance spectra of myoglobin show a Soret peak at 421 nm indicative of MbCO (position A). The Soret maximum shifts to 434 nm after laser photolysis due to the formation of deoxy-Mb (position B). CO and myoglobin then recombine later in time (further along the microfluidic flow cell away from the laser line focus, up in the figure) to return the Soret peak maximum to 421 nm (position C). The distinct α bands for the CO bound Mb at 543 and 579 nm merge after laser photolysis also indicating the formation of deoxy-Mb and subsequently return to the prephotolysis positions downstream from the laser focus due to CO recombination. The time axis (y) was not calibrated for this particular data set, but the flow dimension is given in micrometers based on the number of rows of the CCD array and the dimension of each pixel. The initial formation of deoxy-Mb and subsequent recombination of CO are clearly resolved in these experiments. Furthermore, the complete spectral evolution for these processes is captured. The latter feature of this method should prove valuable for analyzing more complex kinetics.

**Flow-Flash Measurements of O₂ Binding to Mb.** Figure 6 shows a microfluidic UV/visible flow-flash experiment monitoring the irreversible binding of oxygen to myoglobin after laser-induced CO photolysis. In this experiment, MbCO is the sample core flow in the microfluidic flow cell surrounded by 3D sheath buffer solution saturated with O₂. Prior to laser photolysis, the hydrodynamic focusing of the sample stream allows for the diffusion of the dissolved oxygen from the buffer sheath flows into the central sample stream. While the sample is in the dark, oxygen cannot bind to myoglobin in the limited time before laser photolysis. Following laser-induced CO photolysis, the photolyzed CO concentration will decrease due to diffusion of photolyzed CO into the buffer sheath flows and oxygen binds preferentially to deoxymyoglobin. As with the previous experiments, the flow axis was oriented parallel to the long axis of the spectrometer slit and the laser pump beam used to photolyze CO from Mb was line focused normal to the flow axis. Panels A and B in Figure 6 show the difference UV/visible spectral image resulting from the microfluidic flow-flash experiment. The flow direction in Figure 6A and B is up. These images show the initial laser-induced CO photolysis resulting in the formation of deoxy-Mb and the subsequent formation of oxy-Mb in the Soret (A) and α band spectral regions, respectively. (The data in these figures were obtained simultaneously but are displayed here as separate images for readability, because of the large absorbance differences between the two spectral regions). The difference spectral image is obtained by subtracting the UV/visible absorption image without the laser excitation from an image with the laser excitation impinging on the sample.

The images in Figure 6A and B are analyzed by examining the time-resolved difference UV/visible spectra and the kinetic traces at various wavelengths. Representative spectral slices from the image data of Figure 6A and B are shown in Figure 6C and D. The difference UV/visible spectra of myoglobin before photolysis (long dashed curve), immediately after photolysis (short dashed curve), and 1 ms after photolysis (solid curve) in the Soret and α band region are presented in Figure 6C and D, respectively. The insets of these figures show the equilibrium difference UV/visible spectra obtained by subtracting the absorbance spectrum of MbCO from the absorbance spectra of either deoxy-Mb (dashed curve) or oxy-Mb (solid curve). A comparison of the time-resolved difference spectra and the static difference spectra confirms the formation of deoxymyoglobin immediately after photolysis, followed by a decrease in deoxymyoglobin as oxygen binds to myoglobin. The decrease in absorbance in Figure 6A (blue band) and C (trough near 424 nm) is due to CO photolysis, while the transient absorbances at 439 and 408 nm are due to the formation of deoxymyoglobin and oxymyoglobin, respectively. Figure 6E shows the initial decrease in absorbance at 424 nm for the photolysis of CO from Mb. In addition, an initial increase in absorbance observed at 439 nm is due to formation of deoxy-Mb. This initial change is followed by an increase in absorbance at 408 nm due to oxygen binding to Mb and a concomitant decrease in absorbance at 439 nm. The rate of oxygen binding is consistent with previous literature values.**

**CONCLUSIONS**

The microfluidic flow-flash method was demonstrated by investigating the dynamics of CO recombination or oxygen binding to myoglobin following the laser-induced photolysis of CO from Mb using UV/visible absorbance spectral imaging. This new method combined a microscope imaging detection system with a microfluidic flow cell for the simultaneous collection of spectral and temporal information with submillisecond time resolution while minimizing sample consumption. The ability to collect the full spectral response can be used to sort out complex processes. The microfluidic flow cell utilized a 3D sheath flow to minimize parabolic flow of the sample stream, and the flow rates in the microfluidic flow cell were determined by the fluorescent decay of transiently excited europium-doped microspheres in the sample stream. This method can be extended to other protein systems such as enzymes using either laser initiation or hydrodynamic focusing to produce rapid diffusion of reactants into the sample stream to initiate enzyme reactions.

**ACKNOWLEDGMENT**

This work was funded by NIH grants GM 068036 to R.B.D. and HL 16101 to R.B.G., a NSF Graduate Research Fellowship to M.W.T., and a Los Alamos National Laboratory Director’s Postdoctoral Fellowship to S.H.B. M.W.T. and S.H.B. contributed equally to this article.

Received for review June 30, 2006. Accepted September 26, 2006.

AC061193X